
부산지역 HIV 확인진단 및 미결정자 후향적 분석

민상기  ․ 정영아 ․ 평태 ․ 황수정 ․ 동주 ․ 조경순 ․ 성현

이러스과

서  론



․ ․ ․ ․ ․ ․ 



재료 및 방법

연구 재료

검사 방법



․ ․ ․ ․ ․ ․ 

Result

Requesting Agency 

Total(%)

(n=5,715)
Public Health

Center

(n=181)

Clinic & Hospital

(n=1,956)

Blood Center

(n=2,905)

Military Manpower

Administration

(n=673)

Positive 102 545 20 6 673(11.8)

Negative 74 1,316 2,848 655 4,893(85.6)

Indeterminate* 5 95 37 12 149(2.6)

결과 및 고찰

최근 6년간 검사 실적

의뢰 기 별 검사결과 분석



Result  

Requesting Agency 

Total(%)Public Health

Center

Clinic & 

Hospital

Blood 

Center

Military

Manpower

Administration

2008

(n=470)

Positive

Negative

Indeterminate

22

16

2

93

322

15

0

0

0

0

0

0

115(24.5 %)

338(71.9 %)

17(3.6 %)

2009

(n=900)

Positive

Negative

Indeterminate

27

12

0

74

268

9

1

363

1

2

140

3

104(11.6 %)

783(87.0 %)

13(1.4 %)

2010

(n=1,205)

Positive

Negative

Indeterminate

16

17

1

88

233

9

4

707

6

1

123

0

109(9.0 %)

1,080(89.6 %)

16(1.3 %)

2011

(n=1,251)

Positive

Negative

Indeterminate

15

13

0

102

225

17

6

696

9

1

167

0

124(9.9 %)

1,101(88.0 %)

26(2.1 %)

2012

(n=1,123)

Positive

Negative

Indeterminate

14

11

2

110

192

32

7

555

14

2

176

8

133(11.8 %)

934(83.2 %)

56(5.0 %)

2013.6

(n=766)

Positive

Negative

Indeterminate

8

5

0

78

76

13

2

527

7

0

49

1

88(11.5 %)

657(85.8 %)

21(2.7 %)

Total 181 1,956 2,905 673 5,715



․ ․ ․ ․ ․ ․ 

의뢰 기 별 검색시험 방법 비교 



Method  Equipment Manufacture  Reagent
Lab.

No.

EIA based
auto

ARCHITECT

SIEMENS

Roche 

Beckman coulter

Ortho

Biomerieux

ARCHITECT HIV Ag/Ab Combo

ADVIA Centaur HIV1/0/2 Enhaunced(EHIV)

Elecsys HIV combi PT

Access HIV combo

Vitros5600 Anti-HIV1+2

VIDAS HIV DUO Quick

16

8

7

3

2

1

semi-auto
LG Anti-HIV1/2 plus ELISA

Genedia HIV 1/2 ELISA 3.0

2

1

immuno

chromatographic test
RAT

(rapid antibody test)

SD BIOLINE HIV-1/2 3.0

Humasis HIV1/2

Asan easy test HIV1/2

HiSens HIV1/2 Card

bio-Focus HIV1/2RapidCard

Biotracer

1

2

2

1

1

1

Total 48

우리원 판정 결과의 분석 



․ ․ ․ ․ ․ ․ 

 Requesting Agency
Indetemmiate1) 

Total(%)
Positive Negative Indeterminate

2)

Public Health Center

Clinic & Hospital

Blood Center

Military Manpower Administration

2

16

2

0

0

22

26

10

3

57

9

2

5(3.4 %)

95(63.8 %)

37(24.8 %)

12(8.1 %)

Total(%) 20(13.4 %) 58(38.9 %) 71(47.7 %)
3)

149

질병 리본부 최종 확진 결과의 후향적 분석



 Requesting Agency
Indeterminate 

Total
Last positive Last negative Not followed

Public Health Center

Clinic & Hospital

Blood Center

Military Manpower Administration

2

17

-

-

1

2

2

2

-

38

7

-

3(4.2 %)

57(70.4 %)

9(12.7 %)

2(2.8 %)

Total(%) 19(26.7 %) 7(9.9 %) 45(63.4 %) 71
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p24 Ag EIA PA WB
Indeterminate

(n=71*)

No. of followed

(n=26)

Last positive

(n=19)

+ - - No band(7건) 20 9 7

+ + +

 p24 only(1건),

gp160 only(1건), 

gp160 + p24(2건), 

gp160/120 + p24(1건),  

gp160/120 + p31(1건),

gp160 + p24 + p17(2건), 

gp160/120 + p55 + p24(1건),

No band(2건) 

25 11 11

- + + gp160 + p66 + p51 + gp41(1건) 22 6 1



웨스턴 블롯 판정법에 대한 고찰



․ ․ ․ ․ ․ ․ 

Organization Criteria 

FDA1)

ARC2)

ASTPHLD/CDC
3)

CRSS4)

WHO/NACO5)

CCDCP
6)

NRL/DVD7)

JHU8)

p24, p31 and one or more of the env band 

at least one band from each of the gag, pol, env products

any two of p24, gp41, gp120/gp160 

at least two bands : p24 or p31, plus gp41 or gp120/gp160

two env bands with or without gag or pol products

two env band or one env band and p24 band

one env band with one or more gag or pol band 

gp120/gp160 and either (or) both : p24, gp41

초기 감염자 검출을 위한 HIV testing 알고리즘

에 대한 고찰   



요  약
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